RECENED
By Contd Oy ot 5.4 am, Fin 3T, 300§

MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES
STATE PUBLIC HEALTH LABORATORY
BREATH ALCOHOL PROGRAM :

DATAMASTER MAINTENANCE REPORT _ . REPORT #§

Complele this report at the time of the fegular monlhly preventive malntenance check (nof lo exceed 35 days}.
Camplate this report whenever the Instrument is sarviced or fepaired and whenever il Is ptaced Into sarvice.
Retaln the crigina! and send a copy within 15 days lo the Breath Alcohel Program, DHSS.,

DATAMASTER SN NAME OF AGENCY DATE OF INSPECTHON
204109 GHQ Radio Shop 06/13/2013
LOCATION OF INSTRUMENT tSTREET AND CITY) THME OF INSPECTION
2920 North Shamrock Road, Jefferson City 07.05

CHECKLIST: Place a mark in the box by each itam i found i ba salisfactory or if oparating within established limils. (Write in observed values
where determined.} Unmarked iterms must be corracled belore using instrumen,

¥] DIAGNOSTIC CHECK (PRINTOUT ATTACHED) DATE AND TIME (lrrom priniout) 06/13/2013 @ 07:05
COMPUTER /) DETECTOR
PROGRAM W} FILTERS
[V} HEATERS SAMPLE CHAMBER +H9°C _ W] QUARTZ STANDARD
FLOW DETECTOR W] CALIBRATION
/] PUMP HIGH SPEED ] PRINTER

] INDICATOR LIGHTS

¥ SIMULATOR SOLUTION SUPPLIER _ RepCo Markting LOT # 12101 EXP. DATE __ 01/30/2014

Wl SIMULATOR TEMP (34°C 2 0.2¢C) . *34.00°C SIMULATOR SN DR5382  Exp DATE ___ 01/07/2014

iv] CALIBRATION CHECK — (ONLY ONE STANDARD 1S TO BE USED PER MAINTENANCE REPORT)

Rui lhree tesls using a slandard solullon, Al three tests must be within +5% of the standard value and must have a spread of ,005 or
less. Mark the box corresponding to the standard sofution being used. (PRINTOUT ATTACHED)

[]0.100% STANDARD - MUST READ BETWEEN 0,095% AND 0.105% INCLUSIVE
(] 0.080% STANDARD - MUST READ BETWEEN 0.076% AND 0.084% INCLUSIVE
[y] 0.040% STANDARD - MUST READ BETWEEN 0.038% AND 0.042% INCLUSIVE

TEST | & 040 TEST2 » 040 TEST3 & 040

W] PERFORM R.F.I.,TEST {PRINTOUT ATTACHED)

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
(DO NOT INCLUDE SELF-ADMINISTERED TESTS)

REFUSALS 0. -'(0-.04_'}' 0 {.06-.09) 0 (10-.14) 0 (.15-.19) 4] OVER.19 0

UISTANY HEW PARTS ANO DESCRIBE ANY ALTERATION OR MODIFICATION THAT WAS MADE TG RESTORE THE INSTRUMENT 10 OPERATE SATISFACTGRILY AND WATHIN ESTABUISHED LIMITS
{USE OTHER SIDE IF HECESSARYL X

Adjusied flow rate voltages.

INSPECTING OFFICER - -

PRINT FULL NAME

@){ 1)-{}1 Dewgyna D. Carver

PR E NPT 1 TELEFHONE NUMBER
230101 05/28/2015 (573} 751-4722

RETURN COMPLETED REPORT TO THE: Breath Aleohol Program, MO Depariment of Health and Senior Services, Soulheas! Dislrict Oftice
' 2875 James Blvd.
] Poplar Bluif, MO 63301
MO S20-1468 (2-08) AH EQUAL OF PONTURLTY/AFFIRMATIVE ACHON EVPLOYET LAD 1B

saryicey provided 4 & nondisanmalary g



REPCO MARKETING INC.

3H1-189 STONYEROOK DRIVE
AL EAM MO 27604
N HBTE[IB0

CERTIFICATE OF ANALYSIS

MANUFACTURER AND SUPPLIER: RepCo Marketing, Ine.
1.OT NUMBER: 12101
EXPIRATION DATE: January 30, 2014 at 11:59 pan.

RepCo Marketing, Inc. certifies the following:

RepCo Marketing, Inc. manufactured, tested and- supplied Lot
Number __12161 __ of Aleohol Certified Solution for simulators. Random
samples of said lot number were apalyzed by an independent laboratory
atilizing a gas chromatograph and found to contsin 0486 gms/dl +-
003 gms/dl wi/vol ethanol (95% Confidence).

The alcobol and distilled water used in the solution were found to be
free of any interferring substance. |
_ This solution will produce a vapor alcohol value of 040 +-3%
gmsﬂlOL Breath when heated to 34 Degrees Celsius +/-0.2 Degrees Celsius
ma sn:nulaior (95% Confidence).

The date of manufacture for this lot number is Janggz 31, 2012.

- The expiration date for this lot number is __ Janwary 30,. 2014
at 11:59 pm. . |

- This document is a true representation of the original Certificate of
Analyss, i

. -
Y -

-

Cecil B. Garner, President
RepCo Marketing, Inc.

Perm RM 42
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REORDER ALL SUPPLIES FROM N.P.AS.

MISSOURT S
EAC DATHMASTER SERIAL MUMEER

_.
o

e

e B

5H

£
FLOW TETECTOR:
UIARTS ETHMDARDE

AL TERATION:

COMPUTER:
G
T
F
DETECTOR S
TLTER

P
HE
FLUME
HIG
=

‘s
|

FACE THIS SIDE DOWN - THIS EDGE IN FIRST
BAC DataMaster

Card Stock No.
50021

Bl 313
7 a5
——— DNIAGMOITIC CHECK ——
CiklHy
(G171 ik
o
]
.
%
PRIMTER TEIT
F12I4TETER;
S Rl
OPERATOR SIGNATURE @M @M

\ J
L !

FACE 'n-ns SIDE DOWN - THIS EDGE IN Fmsw FACE THIS SIDE DOWN - THIS EDGE IN FIRST
BAC DataMaster BAC DataMaster

! . L]
Evidence Ticket | Evidence Ticket
MISSOURI STATE HIGHWAY PATROL MISSOURI STATE HIGHWAY PATROL
EAC DATAMAZTER SERIAL. HUMEBER 2041679 ERC DATAMAZTER SERIAL MNUMEBER 2ed41G9
#6413-14

Eb’1?’1~

TERTIMG ﬂFFIEEE:
CRRVER-DEMAYME-T -
OFFICER 1.Dn: Cd1 -
PERMIT MUMEER: 230131 .
EAFIRATION IRTED aS-2Ec15
MIZCELLAMEOUS DATAH:.
Hqu UHPUP HFEHFHCY FHEEk

——— EUFEEVI&UE HGBE ——

PLAMK TEST . . ;6@

AREEST TIME: @o:a@
SUBIECT HAME:
| DDP' 10181 SEXs I
STATETL L. ¢ HXow
ARRESTING OFFTCER:

.
OFFICER 1.T.1 M
TESTIME OFFICER:

CRRVER. TEWAYHE T
OEFICER 1.D.: Gdl

. #7065 FERMIT HUMEER: 23616
INTERNAL STANDRRD ¢ VERIFIED - G7:RS EXPIRATION DATE: 65-22-15
KYERMAL STAMDRRD - .¢de et MISCELLAMEQUS DATA:
ELAHK TEZT . . B BT FF1 TEST
EATERMAL ETAMDART (046 o7 1
ELFMK TEST - - . DG BT I ~—— BREATH RHALYSIZ ——-
EXTERMAL STAMDARD NLls Brayl
BLAMK TERT , LB Ariil ELAMK TEST | , 0 B7s 13
- i _ e IMTERMAL  STANDARD YERIFIED  #7:is
Lt =3 , . V3UEBJECT SAMPLE « B HPI13
2IM. ! 1 RADIG INTERFERENCE

o
Piew ] .
=

HYE, .
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